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1.0 Summary 

This quarterly progress report discusses the technical and financial program status for the period of April 

2015 through June 2015.  This is the third quarterly report on the program. 

The Hypoxia Monitoring, Alert and Mitigation System (HAMS) program is progressing as expected with 

no significant technical issues to report. 

The program consists of two baseline tasks and three optional task: 

1. Task 1 - Initial Prototypes 

2. Task 2 - Design and Development Evolution 

3. Task 3 - Production Ready HW/SW (Option) 

4. Task 4 - Preliminary Human Testing of SpO2 Sensor and Electronics (Option) 

5. Task 5 - Final Human Testing of SpO2 Sensor and Electronics (Option) 

Work continues on Task 1, Task 2 began in May and optional Tasks 3, 4 and 5 have not been exercised. 

Sensor definition testing continued on the custom pulse-ox design.  Additional refinement on the pulse 

rate and SpO2 algorithm development was also accomplished.  The electronics and software 

development made significant adjustments to accommodate the upgrade from the Freescale K21 to the 

K70 processor.  New circuit boards we designed and fabricated.  The software code was modified.  The 

upgrade increased processing power to handle additional communication/interface ports and 

processing of the waveform data. 

Additional hypobaric chamber data was uploaded to the HAMS FTP site.  The relationships between sea 

level, 10K, 18K and 25K were analyzed.  The introduction of degradation assessment categories was 

considered and discussed based on the Active Node prediction function output from the conscious 

model. 

A project review was held before the start of the Aerospace medical Association Meeting in Orlando, FL 

on May 10, 2015.  The meeting was conducted by Dr. Shender and attended by Cesar Gradilla and Sean 

Mahoney from Athena GTX, Phil Whitely from CAI, Dr. Leon Hrebien from Drexel, Dr. Moshe Kam from 

New Jersey Institute of Technology, and Dr. Khalid Barazanji who is an Army interested party from 

USAARL and is the Branch Chief of Airworthiness Certification and Evaluation. 

We recommend that the program continue as scheduled. 
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2.0 Introduction 

Special Notice 14-SN-0002 outlined a research thrust entitled “Hypoxia Monitoring, Alert and Mitigation 

System” (HAMS) that was launched under the ONR BAA 14-001 Long Range Broad Agency 

Announcement (BAA) for Navy and Marine Corps Science and Technology.  The primary technology 

areas of interest for full system development over the lifetime of the program are 1) 

detection/prediction algorithm, 2) sensing suite, 3) warning modalities, and 4) modes of mitigation. This 

Special Notice is a follow on to Special Notice 13-SN-0003, published in November 2012.  Overall, HAMS 

must be compatible with multiple operational environments. The intent is to develop a modular 

prototype, with capabilities for 1) ground troops at altitude and 2) CASEVAC.  The team of Athena GTX 

(Athena) and Criterion Analysis Incorporated (CAI) collaborated, proposed and won an award under this 

effort. 

This quarterly progress report discusses the technical and financial program status for the period of April 

2015 through June 2015.  It is intended to inform the Program Officer and Administrative Contracting 

Officer of the technical and financial progress of the HAMS program.  This is the first quarterly report on 

the program. 

The program initially launched via Special notice 13-SN-0003 concentrated only on algorithm 

development.  Now this follow-on effort will develop the hardware necessary to implement HAMS.  In 

addition, more data to refine the algorithms and data analysis approaches will be gathered.  Sensors 

which detect SpO2, pulse/pulse rate, ECG, and skin temperature will be researched and evaluated for 

integration feasibility with a tactile vibrator for alerting the user to the suspicion of growing hypoxia.  

Novel and non-traditional sensor locations and technologies will be investigated as they impact data and 

algorithm design issues, and advanced signal processing techniques applied, and compared in this 

program for extensive technology leveraging. 

The goal is to provide optimal protection of military personnel and equipment via intelligent monitoring 

and adaptive modeling that accounts for individual differences in physiologic tolerance and provides a 

timely notification/warning such that personnel can take corrective action before missions are 

compromised or injuries are aggravated.  HAMS will address cognitive and physiological workload at 

altitude and the dynamic impact of sustained high altitude operations.  The effort under this program 

allows for iterative prototype development and testing to occur leading to an option for development of 

systems that are FDA cleared and ready for full field use. 
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3.0 Technical Progress 

3.1 Task 1 – Initial Prototypes 

3.1.1 Sensor(s) Definition 

The custom pulse ox designed board leveraged from TI continued to be tested and associated 

algorithm(s) developed to obtain phyisiological information. The next steps are to miniaturize the 

module in order to develop an array of sensors for the arm unit. More development, data testing, and 

filtering for artifact in the signal will continue throughout the next reporting period that will leverage 

into the next revision of the design. 

 

 

 

Figure 1:  Pulse OX custom module 
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3.1.2 Enclosure Concept Definition 

This reporting period we continued to develop conceptual 3D drawings for the wrist unit and updated a 

lower profile arm design based on component rearrangement. A display in the arm unit is still an option 

but can be removed to create an even lower profile design. Refinement and adjustment will continue 

based on feedback and development with sensors. 

 

Figure 2:  CAD drawings for enclosure options 
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Figure 3:  CAD drawing for Arm unit concept 

 

 

Figure 4:  3D drawings for wrist unit 
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Updates to 3D drawings were completed for the arm unit based on component definition and 

rearrangement in Figure 5. The below depicts the removal of the display from the arm unit allowing a 

lower profile design. This does not include the Pulse Ox detector array sensors that will interface to the 

arm unit within the band. Additional concepts were developed this reporting period as seen in Figure 8. 

The internal lab 3D printer will be used to build the concepts for form and layout testing in the next 

reporting period.  

 

Figure 5: CAD drawing for arm enclosure 
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Using the CAD drawing from figure 5 an arm concept unit was built using the lab 3D printer seen in 

Figures 6-7. This concept will be delivered to the customer as a precursor to the functional prototype at 

the ONR FHP in July 2015. The focus with this enclosure was to envision a covering surface of the bicep 

medial side and ensuring that flexing the bicep would not be a problem. A compression sleeve is used to 

easily position the arm sensor and a strap as a secondary measure to adjust it to the arm.  Adjustments 

will be made based on the final main PCB and Pulse Ox sensor PCB layouts. 

 

 

Figure 6:  Arm unit concept: Top View 

 

 

 

Figure 7:  Arm unit concept: Side View 
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Figure 8:  Sketch drawings for arm unit concept 
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3.1.3 Electronics Board Schematic and Layout 

Throughout this reporting period the initial schematics were designed for the arm unit based on 

development board hardware and software testing.  Preliminary schematics, schematic libraries and PCB 

footprints were designed based on testing with the Freescale K21 development tower system. Block 

diagram of the initial configuration is seen in Figure 9. 

 

Figure 9:  HAMS II Block Diagram: System w/ peripherals 

Below are initial schematics for components of the system. These designs include the accelerometer, 

altimeter, ZigBee transmitter and charging circuit. Further tests with the Freescale K21 development 

tower system demonstrated limitations with the memory due to speed required to process the analog 

signals. The processor and memory were upgraded from the K21 to K70. This upgrade allowed 

additional ports for sensors, processing, and memory capability. Updated schematics, schematic 

libraries and a new PCB layout were created.  Below is the PCB board layout (Figure 11) for the first 

prototype build with the upgraded components. Testing and performance on the overall system we be 

the focus throughout the next reporting period. 
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Figure 10:  HAMS II Schematics w/ Libraries 

 

 

Figure 11:  HAMS II: PCB 
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3.1.4 Software Functions and Design 

As the specific hardware and microcontroller continue to be defined, updates will continue to develop 

on the draft Software Requirements Specification (SRS).  This will drive the draft Software Design 

Description (SDD) that defines the software architecture and interfaces to hardware.  These are living 

documents in the early phases of concept exploration and initial prototyping so we can capture the 

design as it is evolving. 

Initial software workspace was developed into code modules scripted using the Freescale Tower System.  

Adjustments will need to be scripted for the actual processing of the raw data and transmitting the data 

to a receiver. Updates are listed below including C source files completed: 

 Wrist firmware and Arm firmware 
o Project workspace created 
o Code files created for each module 
o Most code modules are at least 75% written and need to test 
o Project currently runs on the development board 

 Ear firmware 
o Not started 
o Most code modules will be directly copied from wrist and arm firmware 

 

 

As the software workspace code modules were completed towards the end of this reporting period the 

focus was to develop the arm sensor firmware with an array of sensors and software processing. Initial 

software tests demonstrated limited memory from the K21 processor and limited data ports indicating a 

need to upgrade the hardware from K21 to K70. Adjustments will need to be conducted in the system 

libraries to update the use of a higher end processor and added DDR memory. 
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The custom Pulse Ox detector circuit was also developed and described in the sensor section of this 

document. Analog data was gathered and processed via initial software algorithm development. Two 

software modules were focused on this reporting period. Listed functions for the system prototype are 

shown in the table below. The code includes Pulse Rate and SpO2 functions. The Pulse Rate function 

reads the IR-IR Ambient data from the AFE custom circuit and calculates pulse rate based on the peak-

to-peak time difference. The SpO2 function reads in Red, Red Ambient, IR, IR Ambient data and 

calculates SpO2. Functions to follow in future development activities will be respiratory rate, HRC, 

PWTT, pulse differential, and pulse character.  These additional functions are also listed in Table 1 

below. 

 

 Arm firmware 
o Project workspace upgrade from K21 to K70 
o Code files were updated for each module 
o Updated processor code, further testing needed for performance and sensor data 

validation 
o Project currently runs on the development board 

Table 1 Algorithm Functions. 

 

 

3.1.5 Algorithm(s) Incorporation 

Project Review-Aerospace Medical Association Meeting 

A project review was held before the start of the Aerospace medical Association Meeting in Orlando, FL 

on May 10, 2015.  The meeting was conducted by Dr. Shender and attended by Cesar Gradilla and Sean 

Mahoney from Athena GTX, Phil Whitely from CAI, Dr. Leon Hrebien from Drexel, Dr. Moshe Kam from 
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heart rate measured during a study of law enforcement officers during a paint ball simulation of conflict.  

The narrative is quoted directly from the internet webpage source.  For example, the idea that 

measuring heart rate alone, without context of the event, may be meaningless unless we include some 

indication with correlation/classification of activity state through an actigraph/accelerometry 

measurement.  While we may question the heart rate levels stated by work, likely due to motion 

artifact, the scale on the left may be more indicative of the activity we are up against when trying to 

predict a state of cognitive decline. 

 

http://www.killology.com/art_psych_combat.htm 

“Humans have three primary survival systems: 

vision, cognitive processing, and motor skill 

performance. Under stress, all three break 

down.  Bruce K. Siddle's landmark research at 

PPCT involved monitoring the heart rate 

responses of law enforcement officers in 

interpersonal conflict simulations using 

paintball-type simulation weapons. This 

research has consistently recorded heart rate 

increases to well over 200 beats per minute, 

with some peak heart rates of up to 300 beats 

per minute. These were simulations in which 

the combatants knew that their life was not in 

danger. The combatant, in a true life-and-death 

situation (whether soldier or law enforcement 

officer), faces the ultimate universal human 

phobia of interpersonal aggression and will 

certainly experience a physiological reaction 

even greater than that of Siddle's subjects. The 

fundamental truth of modern combat is that the 

stress of facing close-range interpersonal 

aggression is so great that, if endured for 

months on end without any other means of 

respite or escape, the combatant will inevitably 

become a psychiatric casualty.” 

 

If we consider the effect of exercise under hypoxia on cognition, Ref [2] Ando et al. (2013) reported an 

improvement in cognitive function attributable to exercise and that hypoxia had no effect on cognitive 

function in their experiment condition.  This group exposed 12 male subjects to altitude equivalents of 

1,300 m (4265 ft) and 2600 m (8530 ft) on a cycle ergometer at 20% and 60% of peak VO2 while 
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performing the Go/No-Go task which requires recognition and response to a visual stimulus with 

percent correct and reaction time as metrics.  While physiological parameters were significantly 

different during the various experimental phases where the average peak reported heart rate was 169 

bpm during exercise at the highest altitude, the lowest average pulse oximetry value was ~83 and the 

average NIRS cerebral oxygenation value dropped 10% during exercise at the highest altitude.  No 

significant differences in reaction time and response accuracy were found for any condition.  These 

authors felt that exercise was a stimulant to cognitive function in the face of mild hypoxic conditions.  

Ref [4] Ogoh et al. (2014) reported that increasing middle cerebral artery blood flow, through 

hypercapnia and with and without performing cycle ergometer exercise at heart rates of 140 bpm, had 

no influence on cognitive performance measured through the Stroop Test.  However these authors felt 

that improved cognitive function may be due to cerebral neural activation associated with exercise 

rather than global cerebral circulatory condition.  So the stimulus effect of activity may be an 

underappreciated enhancer of cognitive performance.  So far physical activity has been considered as an 

oxygen utilizer and detriment in hypoxia. 

If we consider that the interest by the user community seems to be in state indication rather than 

evaluating numbers, we should work towards state specification and identification.  We have states 

demarcated by combinations of activity, altitude, physiology (heart rate and oxygen saturation) and 

time.  Altitude and time help to specify AMS state.  Activity and time help to specify work rate.  Heart 

rate and oxygen saturation help to specify physiological state.  Heart rate combined with acceleration 

from actigraph measurements and BMI can be used to compute VO2 . 

VO2 =4.735+0.0038*A+0.0063*HR2 –0.322*BMI.  (Ref [3] Moran, Heled, & Gonzalez, 2004) 

When compared to max VO2 as derived from a person’s two-mile run an indication of personalized 

capacity state can be generated which can also be graded by altitude. 

Ranges of these parameters on a time basis can be established, some already established for AMS, to 

develop the various state definitions which can be red, yellow and green indicators of state condition.  

Within the set of all states will lay the indictor of cognitive state which will be dependent on the 

combination of the other states.  This approach does not require extensive computation but 

classification and combination.  Classification can be as simple as range recognition and time tracking for 

duration.  Combination may take a few approaches as simple as “if-then-else” decisions to crisp or fuzzy 

logic. 
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Measuring the maximum tangential oxygen saturation decline slope from the average oxygen saturation 

plots for 18K and 25K feet excel plots, the maximum slope for 25K was -0.151 %SaO2/sec and -0.0851 

%SaO2/sec for 18K.  The 25K oxygen saturation decline slope was about twice that for 18K.  So for the 

oxygen saturation to drop 30 points at 18K and 25K, a 5.9 and 3.3 minute exposure would be required 

on average, respectively. 

The composite score from the performance task was evaluated over the exposure period as indicated in 

the data spreadsheet using a t-test to compare levels.  Table 2 and Table 3 show the percentage of 

significantly different composite score t-tests at each comparison condition.  For the 18K chamber series 

in Table 2, there were no significantly different comparisons from ground (GND) to 10K but for GND to 

18K 38% of the comparison were significant and for 10K to 18K exposures 24% of comparisons were 

significantly different. 

Table 2 Percentage of t-tests significantly different for 18K. 

Level 

Comparison 

Significantly 

Different 

Gnd to 10K 0% 

Gnd to 18K 38% 

10K to 18K 24% 

Gnd – ground level, K – 1000 feet 

During the 25K runs, shown in Table 3, 14% of the GND to 10K comparison were significantly different.  

Since the exposure was more physiologically significant, the comparisons between GND and 25K and 

10K and 25K showed a higher percentage of significantly different comparisons at 68% and 73%, 

respectively. 

Table 3 Percentage of t-tests significantly different for 25K. 

Level 

Comparison 

Significantly 

Different 

Gnd to 10K 14% 

Gnd to 25K 68% 

10K to 25K 73% 

Gnd – ground level, K – 1000 feet 
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3.1.6 Initial User’s Manual 

No new activity in this reporting period. 

3.1.7 Fabricate Prototypes 

No new activity in this reporting period. 

3.1.8 Test Prototypes for Delivery 

No new activity in this reporting period. 

3.1.9 Deliver Initial Prototypes 

No new activity in this reporting period. 

3.1.10 Test & Evaluation Support 

This task has not been started. 

3.2 Task 2 – Design and Development Evolution 

This task has been started and overlaps the end of Task 1.  We have begun to gather lessons learned 

from Task 1 in order to guide development of the preliminary prototypes. 

3.2.1 Design Definition 

This task has not been started. 

3.2.2 Preliminary Design 1 

This task has not been started. 

3.2.3 Preliminary Design 2 

This task has not been started. 

3.2.4 Fabricate Prototypes 

This task has not been started. 

3.2.5 Test Prototypes for Delivery 

This task has not been started. 

3.2.6 Deliver Preliminary Prototypes 

This task has not been started. 
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3.2.7 Test & Evaluation Support 

This task has not been started. 

3.3 Task 3 (Option) – Production Ready HW/SW 

This task has not been exercised. 

3.4 Task 4 (Option) – Preliminary Human Testing of SpO2 Sensor and 

Electronics 

This task has not been exercised.  This task will be performed in conjunction with Task 2 development.  It 

is included as an option because it requires human testing. 

3.5 Task 5 (Option) – Final Human Testing of SpO2 Sensor and Electronics 

This task has not been exercised.  This task will be performed in conjunction with Task 3 development.  It 

is included as an option because it requires human testing. 
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4.0 Financial Progress 

The total base budget for the HAMS program is $1,985K plus an Option 1 of $905K, Option 2 of $49K and 

Option 3 of $47K.  The contractually obligated amount in FY2014 towards the total budget is $298K.  The 

contractually obligated amount in FY2015 towards the total budget is $1,252K.  Costs incurred to date 

through this performance period are $298K or 100% of the FY14 obligated funding and $336K or 

approximately 27% of the FY15 obligated funding. 

The tables below summarize the costs incurred to date against the FY 2014 and FY 2015 obligated 

funding to date ($298K and $1,252K, respectively).  A more detailed spread sheet has been included in 

the Appendix, Section 9.1. 

4.1 FY2014 Funding ($298K) 

Month HAMS 

Projected (%) 

ONR Benchmarks 

FY14 Funding (%) 

HAMS 

Actual (%) 

Benchmark 

Delta (%) 

Comments 

SEP-OCT 25 58 34 -24  

NOV 50 63 54 -9  

DEC 75 68 72 +4 Additional funding received on 

DEC 12, 2015. 

JAN 100 73 100 +27  

4.2 Benchmarks for FY2015 Funding ($1,252K) 

Month HAMS 

Projected (%) 

ONR Benchmarks 

FY15 Funding (%) 

HAMS 

Actual (%) 

Benchmark 

Delta (%) 

Comments 

JAN 1 6 1 -5 Additional funding received on 

JAN 15, 2015 

FEB 5 12 5 -7  

MAR 15 20 11 -9 Additional funding received on 

MAR 5, 2015. Actual and 

Benchmark delta % were 

recalculated. 

APR 17 23 15 -8  

MAY 23 29 21 -8  

JUN 29 35 27 -8  
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5.2.2 Quarterly Reports 

The following quarterly reports have been submitted to ONR for this reporting period: 

 A001-1, Report for the period September 30, 2014 to December 31, 2014 

 A001-2, Report for the period January 1, 2015 to March 31, 2015 

 A001-3, Report for the period of April 1, 2015 to June 30, 2015 

5.2.3 Final Report 

 A002 Not due until August 2016. 

5.2.4 Initial Prototypes 

 First initial prototype delivered to Dr. Shender. 

 A004 Not due until July 2015. 

5.2.5 Preliminary Prototypes 

 A005 Not due until August 2016. 

6.0 Conclusion 

Sensor definition testing continued on the custom pulse-ox design.  Additional refinement on the pulse 

rate and SpO2 algorithm development was also accomplished.  The electronics and software 

development made significant adjustments to accommodate the upgrade from the Freescale K21 to the 

K70 processor.  New circuit boards we designed and fabricated.  The software code was modified.  The 

upgrade increased processing power to handle additional communication/interface ports and 

processing of the waveform data. 

Additional hypobaric chamber data was uploaded to the HAMS FTP site.  The relationships between sea 

level, 10K, 18K and 25K were analyzed.  The introduction of degradation assessment categories was 

considered and discussed based on the Active Node prediction function output from the conscious 

model. 

A project review was held before the start of the Aerospace medical Association Meeting in Orlando, FL 

on May 10th, 2015.  The meeting was conducted by Dr. Shender and attended by Cesar Gradilla and 

Sean Mahoney from Athena GTX, Phil Whitely from CAI, Dr. Leon Hrebien from Drexel, Dr. Moshe Kam 

from New Jersey Institute of Technology, and Dr. Khalid Barazanji who is an Army interested party from 

USAARL and is the Branch Chief of Airworthiness Certification and Evaluation. 
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7.0 Recommendations 

We recommend that the program continue as scheduled. 
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10.0 List of Symbols, Abbreviations and Acronyms 

3D Three Dimensional 

ADC Analog to Digital Converter 

AMS Acute Mountain Sickness 

BMI Body Mass Index 

bpm Beats Per Minute 

C Programming Language 

CAD Computer Aided Design 

CASEVAC Casualty Evacuation 

CDR Critical Design Review 

ECG Electrocardiogram 

FDA Food and Drug Administration 

FHP Force Health Protection 

ft Feet 

FTP File Transfer Protocol 

GND Ground/Sea Level 

HAMS Hypoxia Monitoring, Alert and Mitigation System 

HR Heart Rate 

HRC Heart Rate Complexity 

HW Hardware 

IDR Initial Design Review 

K Thousand 

m Meters 

max Maximum 

NIRS Near Infrared Spectroscopy 

ONR Office of Naval Research 

PCB Printed Circuit Board 

PDR Preliminary Design Review 

PWTT Pulse Wave Transit Time 

SaO2 Arterial Oxygen Saturation Measured via CO-Oximeter 

SDD Software Design Description 
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sec Seconds 

SpO2 Arterial Oxygen Saturation Measured via Pulse-Oximeter 

SRS Software Requirements Specification 

SW Software 

TI Texas Instruments 

uPROC Micro-Processor 

USAARL United States Army Aeromedical Research Laboratory 

USB Universal Serial Bus 

VO2 Oxygen Consumption 

ZigBee Wireless Protocol 
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